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Abstract
Meteoric smoke particles have been proposed as a key player in the formation and
evolution of mesospheric phenomena. Despite their apparent importance still very
little are known about these particles. Sounding rockets are used to measure smoke in
situ, but aerodynamics has remained a major challenge. Basically, smoke particles are5
so small that they tend to follow the gas flow around the payload rather than reaching
the detector if aerodynamics is not considered carefully in the detector design. So far
only indirect evidence for the existence of these smoke particles has been available
in the form of measurements of heavy charge carriers. Important questions concern
the smoke number density and size distribution as a function of altitude as well as10
the fraction of charged particles. Therefore, quantitative ways are needed that relate
the measured particle population to the atmospheric particle population. In particular,
we need to determine the size-dependent, altitude-dependent and charge-dependent
detection efficiency for a given instrument design.
In this paper, we investigate the aerodynamics for a typical electrostatic detector15
design. We first quantify the flow field of the background gas, then introduce particles
in the flow field and determine their trajectories around the payload structure. We use
two different models to trace particles in the flow field, a Continuous motion model and
a Brownian motion model. Brownian motion is shown to be of basic importance for the
smallest particles. By defining an effective relative cross section we compare different20
model runs and quantitatively investigate the difference between the two particle motion
models. Detection efficiencies are determined for three detector designs, two with
ventilation holes to allow airflow through the detector, and one without such ventilation
holes. Results from this investigation show that rocket-borne smoke detection with
conventional detectors is largely limited to altitudes above 75 km. The flow through a25
ventilated detector has to be relatively large for there to be an increase in the detection
efficiency.
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1 Introduction
There is an increasing interest in meteoric material in the mesosphere. Most meteoroid
mass entering the Earth’s atmosphere vaporizes during atmospheric entry (Ceplecha
et al., 1998). The total amount of incoming material is still controversial with estimates
varying typically between 10 and 100 tons per day (Love and Brownlee, 1993; Math-5
ews et al., 2001; von Zahn, 2005). It is well recognized that meteoroid ablation is
the source of the metal atom layers that are observed by lidars and satellites, and
much progress has been made in understanding the chemistry of these metals (Plane,
2003). More conjecture is the subsequent fate of the material. Chemical conversion,
re-condensation and coagulation of the evaporated species is thought to generate me-10
teoric smoke particles in the nanometre size range (Rosinski and Snow, 1961; Hunten
et al., 1980; Megner et al., 2006). Although there is today growing experimental evi-
dence for the existence of such particles, little is known about their actual properties
and atmospheric distribution.
Despite of these uncertainties, meteoric smoke has been proposed as a key player15
in the generation and evolution of mesospheric phenomena. Smoke particles can pro-
vide condensation nuclei for ice particles involved in noctilucent clouds (NLC) and po-
lar mesosphere summer echoes (PMSE) (Rapp and Thomas, 2006). Smoke particles
have been suggested as a surface for heterogeneous chemistry in the mesosphere,
influencing e.g. the water vapour budget (Summers and Siskind, 1999). Smoke par-20
ticles are thought to serve as ultimate sink for mesospheric metal chemistry (Plane,
2004). Being part of the ionosphere, smoke particles also participate in the charge
balance by giving rise to a ”dusty plasma” in the D-region (Rapp and Lu¨bken, 2001). In
addition to these interactions in the mesosphere, smoke particles could play important
roles in the formation of polar stratospheric clouds (Voigt et al., 2005) and as a tracer25
of atmospheric circulation in ice cores (Gabrielli et al., 2004; Lanci and Kent, 2006).
Given all these potential relationships, it is obvious that there is a large scientific
interest in the properties and global distribution of meteoric smoke. However, the ob-
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servational data base is sparse, a fact that is related to the experimental difficulties in
detecting smoke. Based on our current knowledge, smoke particles are too small for
optical detection and their momentum is not sufficient to generate detectable acousti-
cal or electrical pulses upon impact. For this reason, the experimental study of meso-
spheric smoke has largely been limited to in situ charge-sensitive measurements of the5
charged fraction of these particles.
The major class of detectors aimed at the detection of charged meteoric smoke is
based on a detector design originally developed by Havnes et al. (1996) for the study
of ice particles in the polar summer mesosphere. The detector concept uses a Faraday
cup for the detection of incoming heavy charge carriers in combination with biased grids10
that shield against contamination by electrons and light ions from the ambient D-region.
The first application of such a detector to the rocket-borne study of meteoric smoke was
by Gelinas et al. (1998). Lynch et al. (2005) further developed this detector design to
also allow a discrimination between positive and negative particles. Rapp et al. (2005)
combined the classical cup design of Havnes et al. (1996) for the detection of charged15
particles with a xenon flash lamp for the detection of neutral atmospheric particles by
photoionization. Altogether, smoke data from Faraday-type detectors is today available
from seven rocket flights. The current paper focuses on a closer investigation of this
detector type.
In addition to the Faraday detectors considered here, other techniques have been20
applied to study meteoric smoke. Heavy charged constituents have been measured by
Schulte and Arnold (1992) using a rocket-borne mass spectrometer and by Croskey et
al. (2001) using a Gerdien condenser. Signatures of charged particles have recently
also been reported from incoherent scatter radar data (Rapp et al., 2006). It is impor-
tant to remember that none of the above measurements of heavy charge carriers can25
provide a definite proof that the detected species really are smoke particles of mete-
oric origin. In order to provide such a proof and more detailed studies of the particles,
instruments have been developed to directly sample mesospheric smoke (Gumbel et
al., 2005). Results from these investigations have not been published yet.
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Important scientific questions concern the number density and size distribution of
smoke particles as a function of altitude, but also their composition, charge state and
interaction with the neutral atmosphere and ionosphere. Sounding rockets are the only
means of studying smoke particles in situ in the mesosphere. But these measurements
are difficult and a number of challenges inherent to sounding rocket experiments need5
to be considered, such as aerodynamics and charging processes. The interpretation of
mesospheric particle measurements requires a detailed understanding of the detector
response, which is far from trivial. Basic instrumental questions are
– How are measured particle concentrations related to the undisturbed particle con-
centrations in the atmosphere?10
– How are properties of detected particles related to the particle properties in the
atmosphere?
– How is the charge measured by particle detectors related to the charge of parti-
cles in the atmosphere?
In the current paper, we focus on aerodynamic effects that have a potential influ-15
ence on all of these questions. For a given instrument design, our aim is to provide
a response function, specifying the fraction of atmospheric particles that is actually
detected as a function of particle size and charge, altitude, and flow conditions.
The basic aerodynamic challenge lies in the size of the meteoric smoke particles.
The particles are so small that they tend to follow the gas flow around the payload20
rather than reaching the detector. Since we want the particles to hit the detector sur-
face, careful aerodynamic design is thus of critical importance for smoke experiments.
Numerical simulations of particle impact are conveniently modelled in two steps. First,
the flow field of the background gas needs to be quantified (Gumbel, 2001a); second,
particles are introduced in the flow field and their trajectories around the payload struc-25
ture are determined. Simulations of rocket-borne measurements of smoke particles
and ice condensates in the mesosphere have first been considered by Hora´nyi et al.
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(1999). We present results based on their model ideas, describing the interaction be-
tween gas and particles by a continuous drag force. We then introduce a model that
takes into account the Brownian motion of particles in the gas. The resulting flow pat-
terns are closer to the real motion of smoke particles, which is especially important for
the smallest particles.5
The model for the rarefied gas flow and the two models for the flow of smoke particles
are described in Sect. 2. Based on a typical Faraday detector geometry, Sect. 3 then
provides results on particle detection efficiencies and discusses the importance of the
aerodynamic design. Section 4 summarizes with conclusions and an outlook. An
appendix is added to explain the Brownian motion model in more detail.10
2 Model description
2.1 Gas flow
The aerodynamic analysis of mesospheric particle measurements is complicated by
the fact that the rocket payload moves through different flow regimes. Between 50 and
130 km, conditions change from continuum flow via the transition regime to free molec-15
ular flow. The rarefaction of the gas is conveniently described by the Knudsen number
Kn which relates the atmospheric mean free path λ to a characteristic dimension L of
the rocket payload or instrument:
Kn =
λ
L
(1)
The freestream mean free path is, assuming a hard-sphere description of molecular20
collisions in the gas, inversely proportional to the molecular number density n (Bird,
1994):
λ =
1√
2σn
, (2)
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where the collision cross section for air is σ≈4.3·10−19m2. In the continuum flow
regime, with Kn<0.1, conventional tools of computational fluid dynamics are appli-
cable. In the free molecular flow regime, Kn>>10, an analysis is possible by as-
suming collisionless paths of individual molecules. However, in the transition regime
in-between, molecular collisions are neither negligible nor frequent enough to regard5
the gas as a continuum. Direct Simulation Monte Carlo (DSMC) models have become
a common tool for the study of rarefied gas dynamics (Bird, 1994). We use the DS2V
model by Bird which simulates two-dimensional and axially symmetric problems from
continuum flow conditions to free molecular flow. The DSMC model is a microscopic
approach, it analyses the behaviour of individual gas molecules. Typically ∼105 rep-10
resentative molecules are simultaneously traced through the volume of interest. Basic
inputs are the properties of the undisturbed gas flow (e.g. the number density, tem-
perature and mean flow velocity) and the relevant properties of the payload (e.g. the
geometry, surface temperature and reflection properties). In the model, collisions with
other molecules and with payload surfaces are performed in accordance with suitable15
parameterizations and optimized in terms of numerical efficiency and accuracy.
DSMC is a direct simulation of the microphysical processes in a gas flow as com-
pared to conventional computational fluid dynamics where solutions to macroscopic
equations are sought. Steady state conditions are approached for large times and
macroscopic flow properties like density, temperature and velocity fields are obtained20
by appropriate averaging of the molecular behaviour. Examples of DSMC applications
to the analysis of mesospheric sounding rocket experiments are Bird (1988); Gum-
bel (2001a, b); Croskey et al. (2001); Rapp et al. (2001, 2005) and Hedin et al. (2005).
Figure 1 show the normalised number density field of the background gas around the
three designs of the Faraday Cup used in this study. The three cup designs are iden-25
tical except that one of these designs is closed and the other two are ventilated to
improve the aerodynamic properties of the detector.
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2.2 Continuous motion model
To simulate particle impacts on detector surfaces, two models have been developed to
introduce meteoric smoke particles in the gas flow and to determine their trajectories
around payload structures: the Continuous motion model and the Brownian motion
model.5
Simulations of rocket-borne measurements of smoke particles and ice condensates
in the mesosphere have first been considered by Hora´nyi et al. (1999) and the Contin-
uous motion model is based on their work. In the mesosphere and lower thermosphere
region, particles of radii exceeding ∼10 nm experience sufficiently many collisions that
the momentum transfer from the gas may be regarded as continuous. This makes it10
possible to write the equation of motion for particles as (Hora´nyi et al., 1999; Probstein,
1968)
4pi
3
ρpr
3
p
dv p
dt
=
= r
2
ppi
CD
2
Ngmg |vg − vp|
(
vg − vp
) (3)
where ρp, rp and vp are the density, radius and velocity of the smoke particle respec-
tively. We assume a particle density of 3 g/cm
3
which is typical for chondritic material15
(Ceplecha et al., 1998). CD is the drag coefficient and can be calculated assuming that
the incident gas molecules leave the surface of the particle diffusively with a Maxwellian
velocity distribution set by the particles surface temperature (Probstein, 1968). Ng and
vg are the number density of the gas surrounding the particle and the mean flow veloc-
ity of the gas molecules, respectively, given by the DSMC model, and mg is the mean20
mass of an air molecule (29 amu). Mass loss due to heating and subsequent subli-
mation in the shocked gas flow is not considered. As opposed to ice particles, these
effects are negligible for meteoric smoke (Hora´nyi et al., 1999).
In the model, all particles start at an appropriate distance ahead of the detector
or payload structure with a velocity relevant to the flight conditions of interest. The25
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particles are then traced until they either hit the payload or leave the simulated area.
Figure 2 shows results from the Continuous motion model of trajectories for positively
charged particles of 0.8, 0.9, and 1 nm radius approaching the detector in Fig. 1a.
2.3 Brownian motion model
The Brownian motion model is based on the statistical motion of the dust particles due5
to collisions with thermal air molecules in the air flow. In rarefied gas conditions the
molecule/particle collisions can be regarded as binary just involving one particle and
one molecule. The collisions in this model are treated as elastic, i.e. there is no inter-
change of internal energy. The basic model task is then to describe a particle’s random
path through the gas by performing representative collisions with the molecules. This10
involves several random steps: First a collision partner with a molecular velocity v g
is chosen in accordance with the local flow conditions. Second. The collision is per-
formed resulting in a new particle velocity v ′p. Third, a representative time period τcoll
is chosen until the next collision.
The velocity v g of an air molecule at a certain point is the sum of the mean flow15
velocity given by the DSMC model, v g0, and the thermal velocity of the molecule v¯gth.
For the flow conditions considered here, the gas is in local thermodynamic equilibrium,
i.e. the molecular velocities can be described by a Maxwellian distribution based on a
local temperature Tg. The mean thermal speed of the air molecule at a specific point is
then20
v¯gth =
√
8kBTg
pimg
, (4)
with the Boltzmann constant kB. The total velocity vector of an air molecule at a certain
point in the gas flow can thus be determined from
v g=v g0+v¯gth·
(
rx, ry , rz
)
, (5)
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where (rx, ry , rz) is a direction vector with normally distributed random numbers rx,
ry and rz. The velocity of the particle is then changed by the collisions with the ther-
mal air molecules in the gas flow. In the model the particle is assumed to maintain
a constant temperature and mass, i.e. heating from the gas and mass loss due to
evaporation/sublimation are neglected during the short passage of the aerodynami-5
cally disturbed volume. The particles are assumed to be spherical. After a molecule
has collided with a particle, the particle will have a new velocity v ′p.
Using the momentum and energy equations for the molecule/particle collision, this
post-collision velocity of the particle can be derived (see Appendix A1) as
v
′
p = vm −
mg
mg+mp
v
′
rel
(6)10
where vm is the velocity of the centre of mass of the two collision partners, mg and mp
are the masses of the molecule and particle, respectively, and v
′
rel is the relative velocity
between the molecule and particle after the collision. Both vm and vrel can be calculated
from the pre-collision velocities v p and v g. The magnitude of the relative velocity
is unchanged by the collision, i.e. v
′
rel=vrel. The direction of the relative velocity is15
distributed isotropically for spherical collision partners and, hence, the relative velocity
after the collision is
v
′
rel
=v ′
rel
· eˆ = vrel · eˆ (7)
with an isotropically chosen direction eˆ (see Appendix A1).
To determine the probability for collision at a certain time we need a randomly chosen20
collision time τcoll that describes the time period between two subsequent collisions
τcoll = − ln (r3) · τ¯coll (8)
where r3 is a random number, 0 <r3≤1, and τ¯coll is the mean time between two col-
lisions as determined by the local air number density and mean relative speed (see
Appendix A2). This mean relative speed is determined at each new particle position,25
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and then τcoll is calculated. The time step in the model is ∆t. After a collision, or a se-
ries of collisions, has been performed at a certain point the particle will continue for a
time step ∆t to a new position where collisions with air molecules might happen again.
Otherwise, the particles velocity vector will be unchanged for another time step.
The geometries simulated in the DSMC model are all radially symmetric and cylin-5
drical coordinates are used. The position of the particle at each new point must thus
be projected back into the φ = 0
◦
half-plane. This also involves the rotation of the
velocity components in the cylindrical coordinates (see Appendix A3). Collisions are
performed and the particles are traced until they either hit the payload structure or
leave the simulated area. Figure 3 show particle trajectories for 1, 2 and 5 nm radius10
particles modelled by the Brownian motion model around the unventilated detector at
an altitude of 90 km.
3 Results and discussion
The modelling of the background gas flow around the detector was made for a winter
atmosphere at 68
◦
north latitude with air number density and temperature taken from15
the MSIS-E-90 model (Hedin, 1991) at six different altitudes 70, 75, 80, 85, 90 and
95 km. The velocity of the modelled rocket payload was set to 1000m/s over the entire
altitude range. The detector simulated here is a Faraday cup. The general geometry
is similar to that of Havnes et al. (1996), Gelinas et al. (1998), Lynch et al. (2005)
or Rapp et al. (2005). The simulated detector is radially symmetric with a radius of20
RD=40mm and a depth of 80mm (Fig. 1a). The detecting surface is at the bottom.
To shield the detecting surface from ambient electrons and light ions, an electric field
is applied with two grids. The outermost grid is biased at –6.2V and hence forms a
potential barrier for electrons and light negative ions, and collects light positive ions.
The second grid is held at 6.2V. The aerodynamic effect of the two shielding grids is25
negligible (Gumbel, 2001b). The detection surface is held at payload potential (∼0V).
The modelled smoke particles have a large mass compared to the electrons and light
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ions such that their kinetic energy should be sufficient to make them largely unaffected
by the electric potential. The charged particles are assumed to be either positively or
negatively charged by one elementary charge (±e). The electric field was modelled by
SIMION 3-D version 6.0 computer software (Dahl, 1995). Three designs of the detector
were modelled, one without any ventilation holes (Fig. 1a) and two with holes (Figs. 1b5
and c) in the detection surface to let air flow through the detector. The holes give a
transmission of 10% and 50% through the detection surface, respectively, and their
purpose is to improve the aerodynamic properties of the detector, making it possible to
detect smaller particles than with the unventilated detector.
3.1 Impact simulations10
In order to compare different model runs, an effective relative cross section σeff is
defined as the ratio between the real impact cross section and the geometrical cross
section of the detector σgeom = piR
2
D
σeff =
σreal
σgeom
. (9)
The real impact cross section is defined as15
σreal =
∞∫
0
P (R)dA, (10)
where P (R) is the probability with which a particle incident at a distance R from the
symmetry axis will impact on the detector surface area A. Figure 4 shows the impact
probability for various particle sizes at an altitude of 95 km as simulated by the Brow-
nian model. Particles are introduced in the gas flow at a certain distance ahead of20
the detector and at different radial distances R from the symmetry axis (Figs. 2 and
3). The particles are then traced towards the detector and registered if they impact on
the detection surface. For the statistical Brownian motion model several particles are
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traced from each start position and for each particle radius rp, and a detection prob-
ability P (R) is determined. For the case in Fig. 4 typically 250 particles were traced
with the Brownian motion model for each start position and particle radii 1, 2, 3, 5 and
20 nm. Figure 4 shows that about 5–10% of the 1 nm radius particles hit the detection
surface from a start position of up to R = 35mm, whereas 50 % or more of the larger5
particles hit the surface. Also particles with radial start position outside the cup, i.e. R
>40mm, can be pushed into the detector.
Figure 5 shows the effective relative cross section for various particle sizes as a
function of altitude. These simulations were performed with the Brownian model for
positively charged particles and the unventilated detector as a function of altitude. Es-10
sentially all modelled particle sizes will be detected at and above 95 km, whereas at
and below 70 km no particles are detected.
3.2 Brownian vs. continuous motion
In the Brownian motion model the particles are embedded in the air flow and take part
in the random molecular motion on their way towards the detector. As a comparison15
between Figs. 2 and 3 shows, this Brownian motion has a decisive influence on the de-
tection of smoke particles. This is also illustrated in Fig. 6 that compares the Brownian
motion results (blue lines) from Fig. 5 with the continuous motion results (red lines).
From this comparison we can see that the Continuum motion model overestimates the
number of detected particles for all particle sizes at the higher altitudes. At lower al-20
titudes, the Continuous motion model underestimates the detection efficiency for the
smaller particles as the Brownian motion helps some particles into the detector.
The Continuous motion model assumes that the momentum transfer can be re-
garded as continuous and that the equation of motion can be written with a contin-
uum drag coefficient CD Eq. (3). This is valid for large particles (larger than 10 nm),25
but should not be used for the small meteoric smoke particles. The smallest particles
are completely decelerated by the stagnating air flow inside the detector. Their further
motion is then governed by a Brownian diffusion. This random behaviour cannot be
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described at all by a continuous motion model. All following simulations are based on
the Brownian motion model.
3.3 Detection efficiencies
In Fig. 7 we compare the three detector designs of Fig. 1, one without any holes for
ventilation (red line) and the other two with venting holes in the detection surface for5
10% (blue line) and 50% (black line) transmission respectively. Only the particles that
actually hit the ventilated detector surface are included, not the total number of particles
that reach the back of the detector including those that go through the venting holes.
Except for the ECOMA detector by Rapp et al. (2005), detectors have so far been
designed without any holes for ventilation. From the figure we see that at high altitudes,10
for all particle radii, there is a difference of approximately 10% between the unventilated
and the ventilated detector with the 10% transmission. For the rarefied conditions at
these altitudes, these ventilation holes do not have a significant effect on the flow field
in the detector. Therefore, this 10% difference simply reflects the 10% transmission
through the detector surface for the ventilated design. At lower altitudes, on the other15
hand, the holes result in an enhanced airflow and in a decreased air number density
inside the detector compared to the unventilated one. As a result, one could expect that
the effective relative cross-section increases and, furthermore, that smaller particles
can be detected at these altitudes. However, for the ventilated detector design with
10% transmission, we do not observe this effect with the Brownian motion model. On20
the other hand, with the ventilated design with 50% transmission (Fig. 1c), this effect
can be seen. For the 1 nm radius particles at 95 km altitude (Fig. 7a) twice as many can
be detected by this detector design as compared to the other two. Another example,
the three detectors detect the same amount of 2 nm radius particles at 90 km altitude,
which means that twice as many particles reach the back of the ventilated detector with25
50% transmission as compared to the other two. To summarise, what is gained in an
increased airflow with ventilated detectors is generally lost in the decreased detection
surface area. The only exception is the detection of the smallest particles at the highest
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altitudes.
While electrons and light ions will be stopped, the applied electric field in the detector
should not affect particles of 1 nm radius and larger, since their kinetic energy is large
enough to get them through the potential barrier. To determine whether the detection
ability is charge-dependent, trajectories for both positively and negatively charged par-5
ticles were modelled towards the detector. Figure 8 shows that there is no bias towards
detecting a larger fraction of neutral (green line), positive (red line) or negative (blue
line) particles, except for the 1 nm particles at 95 km altitude (Fig. 8a) were the electric
field has a tendency to assist the negatively charged particles towards the detector sur-
face. The combination of the two shielding grids thus affects positively and negatively10
charged particles in the same way for the particle sizes considered here.
4 Conclusion and outlook
Rocket-borne in-situ detection is the most direct way to obtain information about the
mesospheric smoke particle layer. We have here performed detailed simulations of the
detection process for a typical probe for charged particles. The detection efficiency for15
meteoric smoke particles in the atmosphere is very much altitude dependent. Below
∼75 km it is difficult to detect particles at all for the sizes considered here. Particles
are expected to be larger at lower altitudes (Megner et al., 2006), but nonetheless our
simulations suggest an aerodynamic lower limit for the rocket-borne impact detection
of smoke.20
As illustrated in Fig. 6, Brownian motion is very important, especially for the smallest
dust particles. The smallest particles are completely decelerated by the stagnating air-
flow inside the detector. Their further motion is then governed by a Brownian diffusion.
This random behaviour cannot be described at all by a Continuous motion model. This
means that the momentum transfer cannot be regarded as continuous and that descrip-25
tions of the motion with a continuum drag coefficient Eq. (3) should not be used. For
the smoke particle sizes simulated here, it is absolutely necessary to use the Brownian
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motion model to correctly describe their motion around the Faraday cup type detector
design.
Figure 7 sumarizes the difference between the three detector designs considered
here. The open design with a transmission of 10% is not sufficient for an enhanced
air flow through the detector and the air flow stagnates. As a result, there is no signif-5
icant increase in the detection efficiency for smaller particles that was expected. With
a transmission of 50%, however, the airflow through the detector is enhanced and the
detection efficiency for small particles is increased at the highest altitudes. Gener-
ally, however, what is gained in an increased airflow is lost in the decreased detection
surface area.10
While keeping the ionospheric plasma out, the shielding grids do not have a major
influence on the detection of charged particles. In Fig. 8 we see that there is no ten-
dency for particles of different charge to be detected more efficiently than the other,
except for the smallest particles and at high altitudes. For these conditions there is
a tendency for negatively charged particles to be pulled in to the detector. Figure 815
shows that there is no general difference between neutral and charged particles for
the particle sizes down to 1 nm and that only small ions and electrons in the ambient
plasma will be stopped from entering the inner part of the detector.
For the future, we consider a number of improvements to our particle flow model.
The Brownian motion description can be further developed to include a more realistic20
treatment of the molecule/particle collision. Collisions are most likely not completely
elastic and meteoric smoke particles are not perfect spheres. The density of the smoke
particles is not known but normally assumed to be similar to the density of meteorites
(ordinary chondrites 2–3 g/cm
3
). If the density is smaller, e.g. porous particles, the
aerodynamic effects become larger. As mentioned earlier, the mass loss due to heating25
and subsequent sublimation in the shocked gas flow is negligible for smoke particles.
The mass loss for large ice particles (NLC) is also small, but for smaller ice particles
(smaller than 10 nm radius), this is very important (Hora´nyi et al., 1999) and must be
included in the model if ice particles are to be traced. Also neglected are effects of
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payload charging by photons, ions or particles as well as the possibility that incident
particles trajectories are influenced by such a payload charging (Sternovsky et al.,
2004). Finally, we want to extend the simulations into three dimensions. In that way
we will be able to simulate e.g. rocket payloads with angles of attack other than 0
◦
and
payloads that are asymmetric.5
Regarding meteoric smoke particles, important questions concern their number den-
sity and size distribution as a function of altitude as well as the fraction of charged par-
ticles. Therefore, we need quantitative ways to relate the measured particle population
to the atmospheric particle population. In particular, we need to determine the size-
dependent, altitude-dependent and charge-dependent detection efficiency for a given10
instrument design. With this paper we have taken an important step towards a better
understanding of the detection of meteoric smoke particles. However, there remain
many open questions such as particle/surface interactions, secondary charge genera-
tion, and payload charging. After 50 years of ionospheric rocket studies, surprisingly
many open questions remain on these issues. Further model developments are highly15
desirable that in a consistent way combines aerodynamics, the flow of particles and
charges as well as electric fields and payload potentials.
Acknowledgements. We thank I. Strelnikova for providing the pre-calculated electric field for
the Faraday cup type detector from the SIMION 3-D version 6.0 software. J. Hedin thanks for
the support from the Swedish National Graduate School of Space Technology.20
Appendix A
As mentioned in Sect. 2.3 the molecule/particle collisions can be regarded as binary
in rarefied gas conditions just involving one particle and one molecule. The collisions
in the Brownian motion model are treated as elastic, i.e. there is no interchange of
internal energy.25
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A1 Post-collision velocity
The momentum and energy equations for the molecule/particle collision can be written
as
mgv g +mpv p=mgv
′
g +mpv
′
p =
(
mg +mp
) · vm (A1)
mgv
2
g +mpv
2
p = mgv
′
2
g +mpv
′
2
p . (A2)5
Here mg, v g and mp, v p are the masses and pre-collision velocities of the molecule
and particle, respectively. The primed velocities are the post-collision velocities, and
vm is the velocity of the centre of mass of the two collision partners
vm =
mgv g +mpv p
mg +mp
(A3)
The relative velocities between the air molecule and the dust particle before and after10
the collision are
v rel = v g − v p
v
′
rel = v
′
g − v ′p
(A4)
Combining Eqs. (A1), (A3) and (A4) give the pre-collision velocities as
v g = vm +
mp
mg+mp
v rel ,
v p = vm −
mg
mg+mp
v rel
(A5)
and similarly for the post-collision velocities. Equation (6) give the post-collision velocity15
of the particle. The pre-collision velocities relative the centre of mass are then v g -
vm and v p - vm, and this shows that the velocities are anti-parallel in this frame of
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reference. If the collision partners are point centres of force, the force between them
remains in the plane containing the two velocities. The collision is therefore planar
in the centre of mass frame. The same holds for the post-collision velocities. Using
Eqs. (6) and (A5) in Eq. (A2) we get:
mgv
2
g +mpv
2
p =
(
mg +mp
)
v
2
m +mrv
2
rel
mgv
′
2
g +mpv
′
2
p =
(
mg +mp
)
v
2
m +mrv
′
2
rel
(A6)5
where mr is the reduced mass. This shows that the magnitude of the relative velocity
is unchanged by the collision, i.e. v
′
rel=vrel. Both vm and v rel can be calculated from
the pre-collision velocities and thus the determination of the post-collision velocities
reduces to the calculation of the change in direction of the relative velocity vector.
As discussed in Sect. 2.3, the velocity v g of an air molecule at a certain point is the10
sum of the mean flow velocity given by the DSMC model, v g0, and the thermal velocity
of the molecule v gth. After a molecule has collided with a particle, the particle will have
a velocity v
′
p, according to Eq. (6), where
v
′
rel
=v ′
rel
· eˆ=vrel · eˆ=
∣∣v g − v p∣∣ · eˆ (A7)
is the relative velocity between a molecule and a particle after the collision, with the15
relative speed vrel in an isotropically chosen direction eˆ
eˆ =

sinθ cosφsinθ sinφ
cosθ

 (A8)
with the angles θ and φ determined from
θ = arccos (2 · r1 − 1)
φ = 2pi · r2
(A9)
where r1 and r2 are random numbers between 0 and 1.20
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A2 Statistical collision time and mean relative speed
To determine the probability for collision at a certain time we need the mean collision
time between two collisions
τ¯coll =
1
σNgv¯rel
(A10)
Here Ng is the air number density at a specific point, v¯rel is the mean relative speed,5
and σ is the collision cross section
σ = pi
(
rg + rp
)2
(A11)
where rg = 0.185 nm is the effective radius of an air molecule and rp is the radius of
the particle. The statistical collision time is then given by Eq. (8). The mean relative
speed v¯rel between a particle and the air molecules in the gas flow is difficult to deter-10
mine. It can be calculated by integrating over the components of the molecular velocity
distribution
v rel =
∫ ∞∫
−∞
∫ ∣∣(v g0 + v gth) − v p∣∣ ·f (ugth)
·f (vgth) · f (wgth)dugthdvgthdwgth (A12)
with the Maxwellian distribution function for the velocity component ugth
f0
(
ugth
)
=
(
mg
2pikBTg
)1/2
exp

−mgu2gth
2kBTg

 (A13)15
and correspondingly for the vgth and wgth components. Eq. (A12) can be simplified to
v¯rel =
v¯gth
2a
·
∞∫
0
x
2
exp
(
− (x − a)2
)
−exp
(
− (x + a)2
)
dx
(A14)
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where a describes the relative speed between particle and mean gas flow:
a =
2√
pi
·
∣∣v p − v g∣∣
v¯gth
. (A15)
The mean relative speed is then calculated for each new particle position, and a ran-
dom collision time is chosen by Eq. (8) and collisions are performed accordingly.
A3 Coordinates and transformation5
The geometries simulated in the DSMC model are all radially symmetric, i.e. they de-
scribe flows at 0
◦
angle of attack against an instrument that exhibits radial symmetry.
Cylindrical coordinates are used with x along the instrument axis and y denoting the
radial direction. As for the azimuth coordinate φ, all processes are regarded as pro-
jected into the φ = 0
◦
half-plane. u and v are the velocity components along x and10
y , while w denotes the angular velocity y·∂φ/∂t. Translations along a straight line are
not linear in these coordinates when w 6=0 so translations during a time step ∆t are
described by
x′ = x + u∆t (A16)
y ′ =
√
(y + v∆t)2 + (w∆t)2 (A17)15
where the primed quantities are the post-translation ones. Also the velocity compo-
nents after the translation need to be projected back into the φ = 0
◦
half-plane accord-
ing to
u
′
= u (A18)
v
′
=
(
v (y + v∆t) + w2∆t
)/
y
′
(A19)20
w
′
= (w (y + v∆t) + vw∆t)
/
y
′
. (A20)
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Fig. 1. Density field from the DSMC model of the background gas around three detector de-
signs at 75 km altitude normalized to the undisturbed freestream density. The detector designs
are (a) unventilated, (b) ventilated with 10% transmission, and (c) ventilated with 50% trans-
mission. The flow is from the left with a speed of 1000m/s.
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Fig. 2. Continuum motion model of (a) 0.8, (b) 0.9, and (c) 1 nm radius positively charged
particles approaching the unventilated detector at an altitude of 90 km. The flow is from the left.
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Fig. 3. Brownian motion model of (a) 1, (b) 2 and (c) 5 nm radius positively charged particles
approaching the unventilated detector at an altitude of 90 km.
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Fig. 4. Detection probability for 1, 2, 3, 5 and 20 nm radius positively charged particles with the
Brownian motion model for the unventilated detector at an altitude of 95 km.
1210
ACPD
7, 1183–1214, 2007
On the efficiency of
rocket-borne particle
detection
J. Hedin et al.
Title Page
Abstract Introduction
Conclusions References
Tables Figures
◭ ◮
◭ ◮
Back Close
Full Screen / Esc
Printer-friendly Version
Interactive Discussion
EGU
0 0.2 0.4 0.6 0.8 1
70
75
80
85
90
95
E ffective relative cross  section, σ
eff
A
lt
it
u
d
e
 [
k
m
]
 
 
1 nm
2 nm
3 nm
5 nm
Fig. 5. Effective relative cross section for positively charged particles of different radii at different
altitudes. Unventilated detector design.
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Fig. 6. Comparison between the effective relative cross section determined with the Continuum
motion model (red lines) and the Brownian motion model (blue lines) for (a) 1 nm, (b) 2 nm, (c)
3 nm, and (d) 5 nm radius positively charged particles and the unventilated detector design.
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Fig. 7. Comparison between the effective relative cross section for the unventilated detector
design (red line) and the two ventilated detector designs with 10% (blue line) and 50% (black
line) transmission, respectively, for (a) 1 nm, (b) 2 nm, (c) 3 nm, and (d) 5 nm radius positively
charged particles.
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Fig. 8. The different effective relative cross sections for positive (red), negative (blue) and
neutral (green) particles for (a) 1 nm, (b) 2 nm, (c) 3 nm, and (d) 5 nm radius particles and the
unventilated detector design.
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